Measurement of glare disability using an automated perimeter.
We have developed a new system to measure glare disability spatially and quantitatively using an Octopus 500E automated perimeter with an attached glare source. We describe the method used for measuring glare disability with this system and the results in cataracts and pseudophakia with and without various postoperative complications.